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COUNTIN G ROOM TECHNICIAN
JOB PERFORMANCE M EASURE

TASK CODE: CRT-B03
TASK: Cdlibrate the Alpha Spectroscopy System

NAM E: SSN:

REFERENCES:

1 WP 12-RL 1002, Alpha Spectroscopy System Operation
2. WP 12-RL 1320, Radioactive Source Control

TERM INAL OBJECTIVE:
Given an apha spectroscopy system, calibrate the sy stem per WP 12RL 1002.

CONSEQUENCES OF INAD EQUATE PERFORM ANCE:
Improper sample analysis
Component damage

HAZARDS (PERSONNEL/EQUIPMENT STATUS):

None

PRE-REQUISI TE TRAINING/ TASK COMPLETION:
1 CF 3.00 Series
2. CRT-B02, Perform Alpha Spectroscopy Preop erational Checks

TOOL S/EQUIPMENT (MATERIALS REQUIRED):

1 CanberraM odd 7401/7401VR Alpha Spectroscopy System
2. System Logbook
3. Radioactive Sources
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Instructionsto T rainee You shal acquire the necessary r eferences and equip ment, and complete all required
document ation. Knowledge requirements shal be comp leted with 80% or great er accuracy . Critical step
per formance shall be completed with 100% accur acy.

Instructionsto JPM Ewaluator : The traineeis to p erform the termind objedive, without assist ance, on the job
site. Provide claificaion of requirements if requested by t he trainee. You are enauraged to ask relevant
questions to verify t raineeunderstanding. If the trainee fails this JPM , clealy document the reason for failureand
forward to the traineé s manage. Suacessful completion of this JPM shall be recorded onthe traine€ s
qualification card.

KNOWLEDGEREQUIREMENTS:

Reference

1

1

KnowledgeRequirement Pass/Fail
State the precautionsassod aed with handling rad oactive sources.

State the importance of using aNIST certified dpha source for calibration.

Discuss the expected alpha peaks based on the NIST source beingutilized.

Describe the informetion that must be logged in the system logbook.

Discusst he documentation requirement s up on completion of the preoperationa
checks.

State how to identify a*“ flagged” parameter on the calibration printout

PERFORMANCE REQUIREMENTS:

Reference

2

1

Performance Requirement Pass/Fail
Obtain and chedk out the required radioactive source.#

Operate the VAX computer and establish initial conditions for performingal pha
spectroscopy System calibration.#

Perform the alpha spectroscopy sy stem calibréion.#
Adjust the peak centroids to prop er locaion if not within sp ecified range.#

Document the completion of alpha spectroscopy calibration in the system logook.#

#indicaesacritica sep
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FINAL EVALUATION: PASS FAIL
COMMENTS:

EVALUATOR SIGNAT URE: DATE
TRAINEE SIGNATURE: DATE
MANAGER SIGNAT URE: DATE
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